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Press green button to turn on. Pull
green knob.
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Remove pads from the inside.
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Hold the blue arrow and peel pads from
blue liner.
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Press pads firmly to patient’s bare skin
as shown in picture of the pads.
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Assessing heart rhythm. Do not touch the patient.
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After check that nobody touch patient, press the flashing
orange shock button.
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Continue chest compressions now still
pressing pads.
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The shock button does not blink, this part blinks. Start immediately
chest compressions.
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